A light transmission technique for pore size measurement in track-etched membranes.
A new approach is proposed for accurate measurement of the pore sizes in a track-etched PET membrane (polyethylene terephthalate) from a nanometer scale to a submicrometer scale, which only entailed UV-Vis spectrometry.